[Measurement of O2 concentration in the fresh gas supply of the Kuhn system].
To accomplish the requirement of inspiratory O2-concentration measurement on the Ayre-T-piece modified by Kuhn we developed a special device. It is mounted in the fresh gas hose and then connected to the sensor of the O2-concentration measuring and warning instrument of the circle system.